Inverted Microscope ECLIPSE TS100 


Inverted Microscope 
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defined by bright high- “resolution jr 
unrivaled usability 


Trinocular type model TS100-F 


The compact high-performance inverted microscopes ECLIPSE TS100 and 
TS100-F use Eco-illumination, a newly developed LED illumination. 
Eco-illumination provides enough brightness for phase contrast and NAMC 
observations. With a fly-eye lens, uniform brightness is provided in the entire 
field of view. LEDs are an environmentally friendly low-power-consumption 
light source. Eco-illumination provides a long lifetime of 60,000 hours and 
reduces the frequency of lamp replacement. A halogen illumination model is 
also available. 

Nikon‘s highly acclaimed CFI60 optical system is used, providing flat, sharp 
and clear images, while achieving longer working distances and higher 
numerical apertures. 

The space-saving body is robust and vibration-resistant, enabling safe 


specimen observations. The microscope controls are designed for ease of use. 


The ECLIPSE TS100-F comes with a photo port and is compatible with a 
variety of cameras. The ECLIPSE TS100 and TS100-F ensure high-quality 
observations for various areas, such as cell culture, inspections and research. 


Fly-eye lens 
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Binocular type model TS100 


Operation is simpler, quicker, more precise, 
because there is less strain on the user 


1 Coarse/fine focus knob 


The coaxial coarse/fine focus knob, located in front of and close to the 
operator, makes operation at high magnifications more efficient and 
convenient than ever before. 


lEfficient, user-friendly stage 


The stage features a low-profile design that is 195 mm high, making it the 
ideal size for a lab bench or safety hood. Even cell cultures on the bottom 
of a tall flask or stacking chamber vessel can be viewed, because there is 
190 mm of space above the stage when the condenser is removed. 


I Transparent stage ring 


Two types of acrylic stage rings come with the main body. 
Because these stage rings are transparent, confirming 
which objective is being used is easy. 

The ring with the semicircular hole facilitates observation 
of the specimen in a chamber since it prevents the 
objective lens from striking the ring during magnification 
changes. A glass stage ring that minimizes the possibility 
of thermal deformation is also available as an option. 


Acrylic stage ring set 
lEasy-to-rotate nosepiece 


The quintuple (5-position) backward-facing nosepiece offers plenty of 
clearance to allow the operator to rotate it from either side. Because there 
is ample space around the nosepiece, handling the nosepiece is easy, even 
for an operator with large or gloved hands. 


lEyepiece tube 
The Siedentopf-type eyepiece tube is inclined 45° and the eyepoint height 


is 400 mm for easy, comfortable viewing in the sitting or standing position. 


lEyepieces 


Featuring a 22-mm field of view, the widest in this class of microscope, the 
TS100 and TS100-F ensure clear images up to the periphery of the field of 
view even when using higher magnification objectives. 


Objective in use is easily identified through the 
transparent stage ring. 


Comfortable operation 


Observation methods that provide the most information from your specimens 


iPhase contrast method 


JEpi-fluorescence method 


Nikon has developed the breakthrough “Apodized” method, 


which has led to remarkable improvements in the quality of 
phase contrast images. 

Nikon has successfully reduced image halos by using a process called 
“Apodization” to improve the phase ring of the objective. This improves vision 
during phase contrast microscopy by removing unwanted halos to make it 
possible to more clearly observe cell division activities within a specimen and 


view finer details within a thick specimen. 


Breast cancer screening (DAPI) 


T lymphocyte cell (GFP) 
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ELWD Condenser and phase sliders 


This method is ideal for identifying fluorescent tagged substances within a cell, —_— configured with epi-fl attachment 
green fluorescent protein (GFP), and a myriad of other clinical and research 

applications. 

Epi-fluorescence observation utilizing UV-range light is also possible. 
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The Principle of Apodized Phase Contrast Microscopy 4 


In the conventional phase contrast method, direct light* that has been weakened by oh 
passing through a phase ring is made to interfere with diffracted light**, causing a = } 

phase shift and increasing image contrast. a: j pe 
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Accessories to expand your capabilities System diagram/Dimensions 


I Micromanipulators Systemidiagram 


The ECLIPSE TS100 and TS100-F can be 35mm SLR 


CCTV Camera 


configured with Nikon/Narishige 


micromanipulators and microinjectors for a | 
variety of applications, including injections, teen 
aspiration, and incisions of cell tissues 
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Specifications 


TS100 TS100-F 


Main body 


Optical system 


CFI60 Infinity Optical System 


Illumination 


High luminescent white LED illuminator (Eco-illumination) 
6V30W halogen lamp, Built-in heat absorbing filter and diffuser, 2 filters (45-mm NCB11, ND8, GIF) mountable with filter frame, 
Compliant multi-voltage (100 V-240 V) 


Eyepieces (F.O.V.) 


e C-W 10x (22 mm) 
e C-W 15x (16 mm) 


Focusing Vertical objective movement, Coaxial coarse/fine focusing, Focusing stroke: 22 mm, Coarse: 37.7 mm/rotation, 
Fine: 0.2 mm/rotation, Coarse motion torque adjustable 
Tubes Binocular tube (within main body) Trinocular tube (within main body), Eyepiece/Port: 100/0, 0/100 
Nosepieces Quintuple nosepiece (within main body), Backward-facing type 
Stages e Plane stage (within main body), Stage size: 170 (X) x 225 (Y) mm, Stage height: 195 mm from table, Auxiliary stage attachable 
© Mechanical stage (optional), Stage movement: 126 (X) x 80 (Y) mm, Accepts several types of micro-testplate holders 
Holders 935-mm Petri Dish Holder, Universal Holder, Terasaki Holder (accepts 65-mm petri dish), 


Slide Glass Holder (accepts 054-mm petri dish), Hemacytometer Holder 


Condenser (without 
condenser W.D. 190 mm) 


e ELWD Condenser: N.A. 0.3 (W.D. 75 mm) 
e NAMC Condenser: N.A. 0.4 (W.D. 44 mm) 


Sliders 


 TI-SNCP Non-centerable Phase Slider (PhL, Ph1, 1 empty position) 
 TI-SCP Centerable Phase Slider (PhL, Ph1, 1 empty position), TI-SPH2 Phase Ring Ph2 (optional) 
¢ NAMC Slider (NAMC1, NAMC2, NAMC3) 


Epi-fluorescence attachment 


TI-FM Epi-fluorescence Attachment, with field diaphragm, Fluorescence filter block holder 
(2 filter blocks mountable, 1 empty position), Heat absorbing filter, Lamphouse for 50 W mercury lamp, 
Light shielding plate, UV-cut filter (detachable) 


Power consumption (max.) 


Normal value: 3 W (TS100/TS100-F LED model), 41 W (TS100/TS100-F halogen model) 


Weight (approx.) 


6.5 kg (TS100/TS100-F standard set) 


Specifications and equipment are subject to change without any notice or obligation 


on the part of the manufacturer. November 2011 ©1999-11 NIKON CORPORATION 
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